Due to the increase in the number of infliximab products, the need for global harmonization of the bioactivity of this monoclonal antibody was recognized by the World Health Organization (WHO). In response, the National Institute for Biological Standards and Control (NIBSC) developed the first international standard (IS) for infliximab, which targets tumour necrosis factor (TNF). Each ampoule is assigned values of 500 IU of TNF neutralizing activity and 500 IU of binding activity. Two preparations of infliximab were formulated and lyophilized at NIBSC prior to evaluation in a collaborative study for their suitability to serve as an IS for the in vitro biological activity of infliximab. The study involved participants using in vitro cell-based bioassays (TNF neutralization, antibody-dependent cell-mediated cytotoxicity and complement-dependent cytotoxicity) and binding assays. The results of this study showed that the candidate preparation, coded 16/170, is suitable as an IS for infliximab bioactivity. This infliximab IS from NIBSC, is intended to support in vitro bioassay calibration and validation by defining international units of bioactivity. The proposed unitages, however, are not intended to revise product labelling or dosing requirements, as any decisions regarding this relies solely with the regulatory authorities. Furthermore, the infliximab IS is not intended for determining the specific activity of products, nor to serve any regulatory role in defining biosimilarity. We briefly discuss the future use of WHO international standards in supporting the global harmonisation of biosimilar infliximab products.
Introduction
A core remit in the constitution of the World Health Organization (WHO) is to "develop, establish and promote international standards (IS) with respect to food, biological, pharmaceutical and similar products" as well as "to standardize diagnostic procedures as necessary". The provision of international biological reference standards makes a critically important contribution to high standards of efficacy, quality, purity and safety of many biological medicines used worldwide in the prevention, treatment or diagnosis of disease or conditions. WHO has a large portfolio of IS for many different products, including vaccines, biopharmaceuticals, in vitro diagnostics and has recently recognized the need for provision of international reference standards for monoclonal antibodies (mAbs) through a consultation with major stakeholders from all sectors of mAb manufacturing and regulation. It was agreed that publicly available reference standards for mAbs would be valuable in several ways: 1) providing a benchmark for biological activity; 2) method development and assessment of system suitability; 3) the calibration of national, pharmacopoieal or in-house reference standards; 4) assessing the potency of multisource products; 5) facilitating product surveillance and life-cycle management; and 6) supporting the development of novel methods. 1 The recommendations explicitly state that an IS is an independent entity to reference medicinal products (RMPs) used to define biosimilarity, and the two entities have different roles and are not interchangeable. In particular, the WHO IS is intended for the in vitro calibration of bioassays, which use complex biological systems to test activity and can be variable from test to test. By using a WHO IS of known activity or potency, bioassay results can be compared and calibrated to give a consistent result, no matter when or where the bioassay is performed. WHO IS are not intended to serve any role in defining biosimilarity, specific activity, product labelling or therapeutic dosage. The key differences between the reference standards have been discussed in detail elsewhere 2, 3 and are summarised in Table 1 .
The development of IS follows a stepwise process described in the flowchart shown in Figure 1 . Consistent with this, the active substance for WHO IS for biopharmaceuticals is sourced from a single batch of bulk drug substance (usually obtained from a donation from a product manufacturer) and is reformulated and lyophilized to WHO guidelines 4 to produce a standard that is stable for many decades. The suitability of the preparations to serve as a WHO IS is assessed in a multi-centre international collaborative study in which the participants are relevant stakeholders who perform relevant bioassays in order to characterise the standard. The biological activities of the standard are expressed in terms of arbitrary International Units (IU). mAb therapeutics are large complex bioengineered proteins. The most common therapeutic isotype is IgG1, which has a mass of~150kDa and is composed of human IgG1 heavy chains and kappa light chains, with a single glycosylation site in the heavy chain. They are produced in mammalian cell lines using recombinant DNA technology, and, as a result, minor differences, i.e., micro-heterogeneity, will be present between batches of mAb. Until recently there has only been one marketed product for each mAb, therefore the bioactivity of the batches of product has been determined using the manufacturers own in-house reference standards. However, the patents of several mAbs have either expired or will imminently expire, resulting in the development of many biosimilar products, which are versions of marketed innovator products referred to as reference medicinal products (RMPs), with demonstrated similarity in physicochemical characteristics, efficacy and safety, based on comprehensive comparability assessments. [5] [6] [7] Over 150 biosimilar mAb products were known to be in development as of 2016, 8 and once a biosimilar is approved it then becomes a stand-alone product in its own right. It can be subjected to manufacturing and process changes independent of the originator product with no regulatory requirement to demonstrate biosimilarity against the RMP. However, evaluation of the effect of such changes in the manufacturing process of the biosimilar should be conducted, just as for the originator product, as outlined in the International Conference on Harmonisation Q5E document. 9 With multiple products on the market, each with their own life-cycle, there remains the potential for divergence of critical quality attributes (CQAs) and biological activities among the different biosimilars and also relative to the originator product. Drifts and shifts in CQAs of products can occur through unintended or unexpected process changes or through planned process changes. 10 Furthermore, the different activities of a mAb can vary independently of each other, e.g., antigen binding, Fc receptor function. 11, 12 Whilst predicting the effect of these changes remains difficult, demonstration of comparability at each manufacturing change ensures a consistent product such that the clinical safety and efficacy is maintained. 13, 14 Once licensed, all the different products, i.e., biosimilars as well as the originator product, should be monitored; therefore, robust quality and pharmacovigilance systems need to be in place. 15 Taking all of this into account represents a challenge for manufacturers and regulatory bodies because each manufacturer develops a different quality system and their own 'in-house' standards for monitoring CQAs, including the calibration of in vitro bioassays. Previously, for biological medicines derived from naturally occurring products such as erythropoietin and insulin, WHO IS preparations for bioactivity assessments were already available when recombinant biosimilar products were developed. This simplified the global harmonization of biological potency across many different products. In contrast, mAbs have no naturally occurring counterpart, and so mAb products have been developed in the absence of publicly available standards.
The National Institute for Biological Standards and Control (NIBSC) is the UK's official medicines control laboratory for biological medicines and is the world's major producer and distributor of WHO IS and reference materials (supplying over 95% of WHO standards worldwide). 16 With support from the WHO, we launched a program to develop WHO IS for mAbs after they endorsed the development of IS for anti-TNF mAbs. 17 Soluble TNF plays a role in many debilitating diseases such as rheumatoid arthritis (RA), Crohn's disease (CD) and ulcerative colitis (UC). CD and UC are often referred to collectively as inflammatory bowel disease (IBD). 18 As autoimmune diseases driven by TNF affect people of working age, they inflict huge economic burden. 19, 20 In the absence of a cure, substantial efforts were made over the past few decades to develop anti-TNF biotherapeutics that can control TNFmediated diseases. Centocor's anti-TNF mAb cA2, later known as infliximab, showed efficacy in both RA and UC, improving all aspects of the diseases. [21] [22] [23] In RA, antigen binding that neutralizes TNF is the primary mechanism of action; 24 however, in IBD Fc functions including antibodydependent cell-meditated cytotoxicity (ADCC) and complement-dependent cytotoxicity (CDC), are also thought to be important in disease resolution. 25 Infliximab (marketed as Remicade® by Johnson and Johnson, now Janssen) was the first anti-TNF mAb approved for use in humans. Licensed in the US in 1998 and in the EU in 1999, it has since become a blockbuster product with 2015 global sales in excess of $8bn. 26 With patent protection already expired in the EU and due to expire in the US in September 2018, there has been intense activity to develop biosimilar anti-TNF products, including infliximab. The first two biosimilar mAbs to be licensed in Europe and the US were infliximab products, Remsima® 27 and Flixabi®, 28 and several others are now licenced worldwide ( Table 2) .
In response to a marketplace with an expanding portfolio of infliximab products, we developed a candidate IS for the in vitro biological activity of infliximab at NIBSC. Here, we describe the results of a collaborative study designed to assess the suitability of the candidate to serve as the first WHO IS for infliximab, with an assigned arbitrary IU for infliximab bioactivities.
Results

Evaluation of lyophilization formulations for the IS
The formulation of mAb products such as Remicade® need to be compatible with in vivo human use, therefore the available excipients are limited. Moreover, the product is formulated with a high concentration of infliximab (10 mg/ml), which minimizes losses through adsorption to vials. As a result, the shelf life of Remicade® batches is limited. Conversely, the amount of mAb material in an IS is much lower (50 µg/ml), and it is important that the ampoules of IS are stable for many decades. As IS are for in vitro use only, we use a carrier protein and evaluate different formulations to minimise losses and achieve the desired stability. Prior to lyophilisation of the IS, we evaluated two freeze-drying formulations (supplementary material, Table S1 ) and examined their effect on the bioactivity of the freeze-dried material. Both the trial fills contained 50 µg of infliximab, which would provide enough material for assay calibration. SS-571 was formulated in a sucrose, mannitol and human serum albumin (HSA) formulation used previously in the etanercept IS 29 and SS-575 was formulated in a sodium citrate and HSA formulation used Table 2 . Anti-TNF biosimilar products that are currently authorised in the EU and US. 2 Now acquired by Pfizer previously in the rituximab IS. 30 For each formulation both the freeze-dried material and the frozen formulated material was tested for TNF neutralization biological activity relative to the bulk infliximab drug substance. KLJ reporter gene assays were performed in duplicate ( Figure 2 ) and ED50 values were determined for the samples and expressed as a percentage potency of the ED50 of unformulated bulk drug product. This revealed that, upon formulation and freeze-drying, SS-571 retained a mean biological activity of 76.5% relative to the unformulated bulk drug product, whereas SS-575 retained 90.4% mean activity. The frozen formulated but not freeze-dried samples retained almost identical mean activities (75.6% and 90.3% for SS-571 and SS-575, respectively) relative to the bulk as the freeze-dried samples. This suggests that most of the decrease in activity is a result of freezing rather than lyophilisation. As the freeze-drying formulation of SS-575 retained more activity than that of SS-571, this was taken forward as the formulation for the IS.
Production of the IS and comparator standard
To increase the stability and preserve the biological activity of the IS, the material is formulated and freeze-dried in flame-sealed glass ampoules that are back filled with dry nitrogen. This ensures a low oxygen and moisture content over the lifespan of the IS, something that cannot be achieved with stoppered vials commonly used for infliximab products. Infliximab bulk drug substance was donated to WHO and the IS was formulated, ampouled and freeze-dried at NIBSC using established protocols defined by the WHO. 4 A second freeze-dried preparation to act as a comparator was produced in exactly the same way; however, the material sourced was from a purchased clinical batch of Remicade® drug product. To achieve the desired 50 µg/ml concentration, the starting material had to be diluted 812 and 200 fold, respectively, for the IS and the comparator. As a consequence, any differences in the formulation of the starting material (bulk drug substance vs. pharmaceutical product) was not considered an issue. Details of the products and the parameters from filling and freeze drying are summarised in the supplementary material, Table S2 and were all within specifications dictated by the WHO.
Stability of the candidate preparations WHO IS have no shelf life or expiry date assigned; however, the stability of the IS needs to be demonstrated and any yearly loss estimated through an accelerated temperature degradation (ATD) study. Ampoules of the material are stored at elevated temperatures and bioactivities are compared relative to a sample stored at −70°C, and any predicted annual loss of bioactivity is stated in the instructions for use for the standard. The stability of the candidate preparation 16/170 is being assessed by an ongoing ATD study, and, at the time of writing, one time point (9.5 months) was interrogated; there was no detected loss of bioactivity when samples were stored at −20°C, + 4°C, + 20°C, + 37°C and + 45°C, compared to a control sample stored at −70°C (see supplementary material, Table S3 ). Samples in the accelerated thermal degradation studies will continue to be assessed. Similarly, no loss of bioactivity was observed when reconstituted samples were subjected to one-week storage at + 4°C or room temperature (Supplementary material, Table S4 ) or subjected to four freeze thaw cycles (Supplementary material, Table S5 ).
International collaborative study design TNF neutralisation is the "batch-release" assay for infliximab products, but there are many other methods that are used to assess infliximab batches during product development, such as ADCC and CDC assays and binding to TNF. To determine the suitability of these preparations to serve as the first IS for infliximab, the lyophilised preparations of infliximab were subjected to an international collaborative study. This study consisted of 26 participants based in 15 countries with laboratories from regulatory agencies, official medicine control institutions, contract research organisations, academia and the pharmaceutical sector (Table 3) . Participants were asked to evaluate the candidate preparations, in their laboratories, using their qualified "in-house" methods and reference standards for assaying infliximab bioactivity and binding activity. Participants in the collaborative study were sent candidate 16/170 (designated sample A), the comparator 16/160 (designated sample B) and a coded duplicate of 16/170 (designated sample C) along with the third WHO TNF IS (coded 12/154). This common source of TNF was included to reduce assay variability arising from use of human TNF from different suppliers.
Assays performed in the collaborative study The TNF neutralisation bioassays performed in the study are summarised in Table 4 . These have been described previously 29 and consisted of three different assay strategies, TNF-induced cytotoxicity assays, TNF-induced apoptosis assays and reporter gene assays of TNF binding (supplementary material, Table S6a ). The majority performed cytotoxicity assays, measuring the cytotoxic effect of TNF on either murine fibroblast, L929 31 or fibrosarcoma, WEHI-164 32 cell-lines. Apoptosis assays were performed using the human histiocytic lymphoma cell-line, U937 33 Reporter gene assays utilised the engineered cell line K562 34 or HEK-293 cells transfected with the TNF responsive NFκB regulated Firefly luciferase reporter-gene construct. Only three participants performed ADCC assays (supplementary material, Table S6b ) all using engineered cells expressing a non-cleavable mutant of membrane-bound TNF as targets, while effectors were either the natural killer cell line NK92, which lyses target cells upon activation, 35 or reporter gene containing cells that luminesce in response to crosslinking of CD16 (FcγIII receptor) by infliximab in the presence of cells presenting surface-bound TNF antigen. 36 Two participants performed CDC assays (supplementary material, Table S6b ) in which infliximab induces lysis of Jurkat cells expressing membrane-bound TNF in the presence of complement. 35 Assays evaluating the relative TNF binding of the candidates were also performed and are summarised in Table 5 . The majority of binding assays were variations of enzyme-linked immunosorbent assays (ELISAs); however, one participant used fluorescence resonance energy transfer (FRET) and surface plasmon resonance (SPR).
Statistical analysis of infliximab preparations and assay validity
Upper equivalence bounds used in the assessment of doseresponse curve similarity, as described in materials and methods, and the percentage of invalid TNF neutralisation bioassays obtained using these values are summarised in the supplementary material Table S7 , grouped by assay readout type. For an assay to be concluded as valid, equivalence had to be demonstrated for all three parameters (α, β and δ). The percentage of invalid assays per laboratory is shown in the supplementary material, Table S8 , illustrating the wide range in relative performance of the participating laboratories using the defined equivalence bounds. In 70% of the laboratories, invalidity rates were ≤ 25% with no invalid assays found in 39% of these laboratories. The majority of invalid assays were observed in the remaining 30% of laboratories, in particular for laboratory 8, where between 46 and 100% (depending on the cell line) of their assays were invalid, suggesting that the chosen statistical model was not appropriate. Re-analysis of data from this laboratory using no response transformation was performed using CombiStats 5.0, 37 after which > 90% of assays gave valid estimates of relative potency, illustrating that the best choice of assay response transformation may not be the same across all laboratories.
For ADCC assays, no valid relative potency estimates were calculated for assays performed by laboratory 14, as only four dilutions of each sample were tested and neither a sigmoid curve nor a parallel line model could be fitted (due to lack of convergence or non-linearity, respectively). For laboratory 1, there was a technical issue with the assay media, and therefore their result was excluded from the study. The majority of ADCC assays from laboratory 15 gave valid estimates for some or all of the coded samples tested. CDC assays were performed by one laboratory only and all gave valid estimates of relative potency. A majority of binding assays gave valid estimates for some or all of the coded samples tested.
In general, the data showed that the infliximab preparations were active in all the bioassays performed by the participants. The performance of the preparations including the candidate in the bioassays were comparable to in-house standards, confirming that the preparations are suitable for use in calibration of bioassays.
Estimates of relative potency to in-house reference standards and to the candidate preparation for bioassays and TNF binding assays Currently, each manufacturer or testing laboratory establishes and validates their own in-house standards from a given batch of infliximab. Different batches of infliximab can have differing biological activity within pre-determined limits, resulting in in-house standards that may not be comparable between laboratories. This can result in inter-laboratory variability in potency estimates if an infliximab product is assayed in several different laboratories. However, if the potency estimates are determined against a common reference standard that does not vary between laboratories, nor over time, the interlaboratory variability should be improved, resulting in more harmonised potency estimates of infliximab products.
To test this hypothesis, geometric means (GM) and associated geometric coefficients of variation (GCV) of potency estimates of the preparations, calculated relative to in-house reference standards or relative to candidate sample A, were determined. Interlaboratory GCVs relative to in-house reference standards were calculated after exclusion of laboratories 3 (used commercial TNF rather than IS 12/154) and 16 (a non-infliximab product was used as the in-house standard).
For all the neutralisation assays combined, as shown in Table 6 , the GM of the relative potencies of candidate A and comparator B were 1.02 and 0.98, respectively, when determined relative to the participants in-house standards. Furthermore, the relative potency of the coded duplicate C being 1.03 was in good agreement with candidate A. Interlaboratory GCVs for potency estimates of the preparations were between 5.9 and 6.5% when estimates were determined relative to the in-house standards. When candidate A was used by the participants as the reference standard in TNF neutralisation bioassays, the GM of the relative potencies was similar, 0.95 for comparator B and 1.01 for the coded duplicate C, but the GCVs of the potency estimates were reduced to 2.7% and 3.9% for B and C, respectively ( Figure 3 ). The two most popular TNF neutralisation assays, L929 and WEHI-164 cell-based cytotoxicity assays, showed similar trends to that of the overall combined neutralisation data for relative potency and GCV of the candidates relative to both participants' in house standards and candidate A (supplementary material Table S9 ). Candidate A performed particularly well in the WEHI-164 assay, with inter-laboratory GCV reduced from 6.7% and 7.5% when estimated relative to in-house standards to 1.3% and 2.6% when estimated relative to comparator B and coded duplicate C, respectively (supplementary material, Figure S1 ). Figure 3 . Box and whisker plot of laboratory geometric mean relative potencies of infliximab preparations using either participants in-house reference or candidate A as the assay standard.
For laboratory 8, potency estimates from neutralisation assays, summarised in supplementary material, Table S10, showed GM potencies and levels of intra-laboratory variability that were comparable to those obtained in other laboratories which were calculated using a different assay response transformation.
Individual laboratory GM relative potency estimates for the preparations are shown in the supplementary material, Table S11 . Intra-laboratory GCV values ranged from 0.8% to 28.9% in neutralisation assays, with a median value of 4.3% and the majority (82%) of values less than 10%, demonstrating generally good intermediate precision in participating laboratories over the valid assays. Levels of variability were not observed to be related to the reference standard or cell line used.
For TNF binding assays, the estimates of relative potency were much more variable than those of the TNF neutralisation bioassays (Table 6, Figure 3 ). Overall across all the different binding assay methods, the GM potencies of candidate A and comparator B relative to in-house standards were 1.09 and 1.00, with GCVs of 18.6% and 17.1%, respectively. The coded duplicate C has a potency estimate of 1.06 and GCV of 12.5%. Potency estimates when determined relative to candidate A were identical to those seen in the TNF neutralisation bioassays (0.95 for comparator B and 1.00 for coded duplicate C). Inter-laboratory GCVs were also much improved to 10.4% and 8.6%, respectively for B and C. Intra-laboratory GCV values (supplementary material, Table S12) ranged from 3.3% to 22.1%, although they were only calculated in a small number of cases from the seven laboratories that performed this assay.
ADCC and CDC assays were each only performed by a single laboratory and relative potency estimates of the candidate A, comparator B and coded duplicate C calculated by each laboratory were in line with those seen in the other assays (supplementary material, Table S9 ). Intra-laboratory variability (supplementary material, Table S12) was lower in the CDC assay (2.4% to 4.0%) and higher for ADCC assay (9.0% to 26.3%).
Estimates of ED50 derived from neutralisation assays As expected, the geometric mean ED50 values varied between different laboratories and assay methods (supplementary material, Table S13), with GCVs ranging from 3.0% to 24.4 % in L929 assays (except for laboratory 3, which used commercial TNF) and from 0.4% to 19.5% in WEHI-164 assays (except laboratories 8 and 28 where the GCVs were higher), and in U937 assays from 1.1% to 16.8%. Since infliximab inhibits TNF bioactivity, the inhibitory activity should be expressed in terms of units of TNF, in this case the 3rd IS for TNF, 12/154. Inhibitory activity can be determined for candidate A based on the ED50 values derived for both L929 and WEHI-164 cytotoxicity assays from laboratories using the same fixed amount of TNF IS in the assays, Equation 1.
For WEHI-164 and L929 assays, four laboratories used the same amount of TNF (supplementary material, Table S14 ). Based upon this limited data, 0.04 IU of infliximab candidate A inhibits the cytotoxic effect of 20 IU of TNF IS in an L929 cytotoxicity assay. A slightly higher amount of 0.08 IU of infliximab candidate A inhibits the cytotoxic effect of 40 IU of TNF IS in a WEHI-164 cytotoxicity assay. It is assumed the mechanism of inhibition of TNF by infliximab is identical in both WEHI-164 and L929 cytotoxicity assays, with just the TNF responsive cell line changing. This assumption is corroborated as twice as much infliximab is required in the WEHI-164 assay to neutralise twice as much TNF when compared to the L929 assay.
Assignment of international units of bioactivity for the preparation Multiple methods are used to assign a value to the infliximab IS, as per WHO guidance. 4 As a result, the definition of the IU is not related to a specific method of determination. Candidate preparation A (NIBSC code 16/170) has been assigned 500 IU of TNF neutralising activity per ampoule and 500 IU of TNF binding activity per ampoule and will serve as the first IS for infliximab. Since only a limited number of laboratories performed the ADCC and CDC assays in the current collaborative study, a unitage has not been assigned for these activities; however, the standard can be used as an assay control for ADCC and CDC.
The mass content of infliximab filled in each ampoule is approximate and no declared mass content for the ampoule of the IS is provided. Thus, the proposed unitage cannot be used to define the specific activity of the preparation, nor can it be used to derive or infer any specific activity for regulatory purposes or to revise product labelling and dosing requirements. The IS is not a substitute for the RMP and should not play a role in defining biosimilarity. It is designed to serve as a higher order reference standard for calibration of bioassays, thus facilitating harmonisation of bioactivity across infliximab products throughout their entire product lifecycle.
In-house fit for purpose assessment of the proposed IS against different infliximab products After establishing that candidate 16/170 was fit for purpose to serve as the IS for infliximab, we conducted an in-house study to gauge its suitability to determine relative TNF neutralization potencies of different infliximab products. Remicade® (2 batches), Remsima® (2 batches) and Flixabi® (1 batch) were assayed for TNF neutralisation in duplicate L929 cell cytotoxicity assays. ED50 values were determined for the samples and expressed as a percentage potency of the ED50 of candidate IS 16/170; data from a representative assay is shown in Figure 4 . Relative to the candidate IS, the two batches of Remicade® showed mean potencies of 102.4% and 105.7% (n = 2), the two batches of Remsima showed mean potencies of 112.7% and 106.4% (n = 2) and the batch of Flixabi® showed a relative potency of 94.5% (n = 2). This confirmed that the candidate IS 16/170 was suitable for use in calibrating assays involving both originator infliximab and biosimilar products.
Discussion
The international collaborative study described herein was undertaken to assess the performance of a lyophilised preparation of infliximab (NIBSC code 16/170) in biological assays that are routinely used to characterise infliximab products. These assays are used in all parts of a product's lifecycle from product development, quality assurance and batch release to post marketing surveillance. As the infliximab product used to manufacture the candidate standard was a biosimilar, a commercially sourced lot of the originator product (Remicade®) was reformulated identically to the candidate and included as a comparator (NIBSC code 16/160). This was included to ensure that there was no difference in assay performance between a bulk drug substance and formulated drug product after reformulation and freeze drying.
All the lyophilised preparations were active and performed well in all the different assays and methods included in the study. For the purpose of this study, rigorous equivalence criteria were applied to the data, ensuring the subsequent analysis was carried out on high quality data. For TNF neutralisation, even with these stringent validity parameters applied, between 74 and 83% of the assays performed were valid depending on the standard and the assay readout type.
The TNF neutralisation assays proved to be very robust, even in the absence of a common standard. Inter-laboratory GCVs of estimated potencies were all below 8.5% when potencies were determined relative to in-house standards. The robustness can be attributed to the fact that, because TNF neutralisation takes place in solution without involvement of the cell, all that varies is the amount of free soluble TNF that is available to bind to the cells and instigate the cytotoxic, apoptotic or reporter response. Therefore, no one particular assay method was more variable and all reported potencies were similar, as has been seen in previous studies for the third WHO IS for TNF 38 and the first WHO IS for etanercept. 29 Other cell-based assays such as ADCC are highly influenced by the target, the effector cell type, the expression of FcγRIII receptors, receptor polymorphism, the assay conditions and the readout employed. The glycosylation pattern of the mAb, particularly the degree of afucosylation is also known to affect Fc-mediated ADCC activity, depending on the sensitivity of the assay system used. 39 Consequently, these factors can intrinsically lead to higher levels of variability, as was recently observed in the collaborative study for the first WHO IS for rituximab, but are not attributable to the performance of the reference standard per se. 30 In this study, we were unable to determine the levels of inter-laboratory variability in ADCC and CDC, or whether these were improved by introduction of a common standard because each assay was only performed by a single laboratory. However, all the candidate materials were active in the assays that were conducted and similar relative potencies were reported to those seen in the other assay types when the potencies were expressed relative to candidate A.
The most variable assays in this study were the binding assays. Although this might be due to the smaller number of assays performed compared to the TNF neutralisation assays, there could be several other contributing factors. Unlike TNF neutralisation, the methods used were diverse and included ELISA, FRET and SPR platforms. Even the five participants performing ELISA adopted different methodologies, with TNF being adsorbed directly onto the detection plate or adoption of a sandwich approach where the plate is first coated with an anti-TNF capture antibody. Detection methods were equally varied, with detection accomplished using antibodies either for the heavy or light chain isotypes (antikappa or anti-IgG1) or more specific anti-infliximab antibodies. Secondly, because the third WHO IS for TNF contained carrier albumin, it was unsuitable for use in ELISA experiments; therefore, each participant or kit manufacturer sourced their own TNF, which could potentially have different activity. Overall, when infliximab products are assayed relative to in-house standards, there is significant variation in the relative potency estimates reported. However, the introduction of a common bioassay reference standard reduced inter-laboratory variability. As a result of this, the precision of the estimates was increased, comparator B was estimated to have a potency of 95% of candidate A and C when each laboratory used candidate A as a reference whereas, when each laboratory used their own in-house standard, differences in the relative potencies of candidate A and comparator B could not be resolved. Remarkably, this was completely independent of assay type, with the same relative potencies determined for the preparations over four different neutralisation assay platforms, several ELISA platforms, as well as other less common platforms such as SPR and FRET. Isotope dilution mass spectrometry revealed this small difference between the preparations was due to less material being filled in the ampoules of comparator B. The outcome of this collaborative study confirms that the infliximab candidate preparation 16/170 is suitable to harmonise biological potency estimates of infliximab products in many different assay platforms. Based on this, the WHO established the preparation, coded 16/170 as the first IS for infliximab, with each ampoule containing 500 IU of activity for TNF neutralisation and 500 IU of activity for TNF binding. The unitages have been assigned independent of each other in order to aid in replacement of the standard. As we only manufacture a single large batch of standard (~7000), expected to last several years, any subsequent replacement will be designated the second IS for infliximab (and not a subsequent batch of this first IS). It will be an independent standard with independent unitages for each activity, calibrated against the first IS, thus maintaining continuity and traceability of unitage relative to the current infliximab IS.
Future implications
Over the last two decades mAb therapy has revolutionised the treatment of TNF-mediated inflammatory disorders, but this has come at great cost to healthcare systems. In the UK, it is estimated that the cost of such therapy is £10,000 per year per patient, and therefore biological therapy is only usually offered as a last resort, after the failure of other treatments. 40 In contrast to adopted practice, there is also growing evidence that both RA and IBD patients have a window of opportunity where early treatment can slow disease progression, 41 ,42 so a framework for wider access to these therapies would be beneficial to healthcare systems worldwide. A recent report suggests that if physicians in the UK exclusively prescribed biosimilar anti-TNF mAbs to both newly diagnosed patients and those on maintenance doses, the cost of treatment could be halved to £5,000 per patient per annum, with a projected annual saving of £3m for the National Health Service. 40 Such reductions in the price of therapy will provide many more patients access to these advanced treatments, increasing patient quality of life, enabling them to continue working and reducing the burden of disease on economies. 41 However, prior to authorisation of biosimilar mAbs there were concerns about switching patients who had been receiving the originator product to a biosimilar product. So far, the concerns appear to be unfounded as the results of switching studies for Remsima®, the first infliximab biosimilar authorised have revealed its safety and efficacy to be comparable to Remicade®, both in the short term, and over extended periods of administration. [43] [44] [45] However, there are currently relatively few infliximab products authorised in Europe and the US, resulting in limited data available. As more products come to market, they will all adopt their own lifecycle, and, as with the originator product, there remains the possibility of divergence during the life cycle of the different products, potentially resulting in a market littered with distinct quasi products. Therefore, it is paramount that the CQAs of products continue to be aligned post authorisation. This study, and a similar one conducted for rituximab, 30 show that WHO International Standards for mAbs are tools that, on universal adoption, can play a pivotal role in globally harmonising the biological activity of antibody products for many years to come.
Materials and methods
Materials and processing
A preparation of recombinant infliximab, from a single batch of bulk drug substance was kindly donated to WHO (see Acknowledgement) and a commercial batch of Remicade® (Janssen) was purchased to act as a comparator.
Trial fills were conducted using two different formulations; A) 10 mM Tris, pH 7.4, 4% D-mannitol, 1% sucrose, 0.2% HSA; and B) 25 mM sodium citrate tribasic dihydrate, pH 6.5, 150 mM sodium chloride, 1% HSA. The biological activity of the lyophilized preparations was compared with the bulk material in a cytotoxicity assay and a reporter gene assay.
Final lyophilizations of the candidate and comparator B were carried out at NIBSC using WHO guidelines. 4 For this, buffers and excipients, were prepared using nonpyrogenic water and depyrogenated glassware and solutions filtered using sterile nonpyrogenic filters (0.22 µm Stericup filter system, Millipore, USA) where appropriate.
The two preparations were coded as described in the supplementary material, Table S2 . The mass content of the protein in the ampoules, given as 'predicted µg' is calculated from the dilution of the bulk material of known protein mass content as provided by the manufacturer.
For both preparations, a solution of infliximab at a theoretical protein concentration predicted to be 50 µg/ml was distributed in 1 ml aliquots into 5 ml ampoules and lyophilised under optimised and controlled conditions. The glass ampoules were sealed under dry nitrogen by heat fusion and stored at −20°C in the dark until shipment at room temperature.
For each fill, a percentage of ampoules were weighed, residual moisture of each preparation was measured by the coulometric Karl-Fischer method (Mitsubishi CA100) and the headspace oxygen content was determined by frequency modulated spectroscopy using the Lighthouse FMS-760 Instrument (Lighthouse Instruments, LLC). The mean fill weights, moisture content and headspace oxygen content, which is a measure of ampoule integrity, are reported in the supplementary material, Table S2 . Testing for microbial contamination using the total viable count method did not show any evidence of microbial contamination.
Study design
Participating laboratories, listed in Table 3 , were provided with a sample pack, which consisted of 5 ampoules each of the study samples A-C, for each different type of assay they were undertaking, along with 5 ampoules of the third WHO TNF IS (coded 12/154) for the bioassays. A study protocol was provided that outlined the aims and objectives of the study, suggested assay layouts and contained spreadsheets for reporting of results. Instructions for use for each of the candidate preparations and the TNF IS were also provided.
Prior to performing the assays for the study, participants were advised to perform a pilot assay using the study samples for each of the assay types they intended to undertake to ensure appropriate assay conditions and optimal dose response curves. For TNF neutralisation bioassays, participants were also advised to select a suitable dose of TNF.
Following establishment of suitable conditions, participants were asked to assay all samples concurrently on a minimum of three separate occasions using their own routine methods, within a specified layout that allocated the samples across 3 plates and allowed testing of replicates as per the study protocol. It was requested that participants perform at least 8 dilutions of each preparation using freshly reconstituted ampoules for each assay and include their own in-house standard where available on each plate. Participants were requested to return their raw assay data, using spreadsheet templates provided, and also their own calculations of potency of the study samples relative to preparation A or their own in-house standard.
For binding assays, participants were requested to use their proprietary assay kits or in-house assays to assess the binding to human TNF of the three candidate preparations and their in-house standard using serial dilutions. Participants were requested to perform three independent assays on three separate occasions and return raw data in a format that was appropriate for the assay technique used.
Statistical analysis
Analysis of dose-response curve data was performed using a four-parameter logistic (sigmoid curve) model, Equation 2. Assay responses (e.g., absorbance, luminescence) were log 10 transformed for all neutralisation assays. For binding, ADCC and CDC assays, no transformation of assay response was used.
For neutralisation assays, models were fitted using the R package 'drc'. Parallelism (similarity) for a pair of dose-response curves was concluded by demonstrating equivalence of the parameters α, β and δ. For this approach, differences in these parameters for the two samples under consideration were calculated and approximate 90% confidence limits for these differences (d L , d U ) were determined using the delta method. Extreme values, defined as max(|d L |,|d U |) were calculated and equivalence concluded in cases where these were below predefined upper equivalence bounds. The calculated upper equivalence bound values are shown in the supplementary material Table S7 and were based on the data obtained for the coded duplicate samples that are expected to have parallel doseresponse curves, i.e., equivalent values of all model parameters.
As the binding, ADCC and CDC assays were performed by fewer laboratories, analysis was performed using CombiStats v5.0 37 and the validity of the assays was concluded when no significant non-parallelism (p < 0.01) was found by analysis of variance. In cases where significant non-parallelism appeared to result from low or underestimated residual variability, correlation coefficients were confirmed to be > 0.985 (R 2 > 0.97) and slope ratios confirmed to be within the range [0.90, 1.11] before potency estimates were accepted as valid.
All relative potency estimates were combined to generate unweighted geometric mean potencies for each laboratory and these laboratory means were used to calculate overall unweighted geometric mean potencies. Variability between assays and laboratories has been expressed using geometric coefficients of variation (GCV = {10 s -1} × 100% where s is the standard deviation of the log 10 transformed potencies).
Stability studies
Accelerated degradation studies were performed to predict the long-term stability of the candidate standard. Ampoules of the lyophilised preparation were stored at different temperatures, namely 45°C, 37°C, 20°C and 4°C and tested at indicated time points in L929 cell cytotoxicity assays, together with ampoules stored at the recommended temperature of −20°C and −70°C as baseline reference temperature. There was no observed loss in potency after 9.5 months, so no attempt to predict degradation rates has been undertaken. Real-time monitoring of stability is ongoing.
Equation 1
Amount of infliximab IU ð Þ inhibiting a fixed amount of 
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